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The acquisition of dense 3D data sets is of great importance, but also a challenge for scanning probe
microscopy (SPM). Thermal drift often induces severe distortions in the data, which usually con-
strains the acquisition of dense data sets to experiments under ultra-high vacuum and low-temperature
conditions. Atom tracking is an elegant approach to compensate for thermal drift and to position the
microscope tip with highest precision. Here, we present a flexible drift compensation system which
can easily be connected to existing SPM hardware. Furthermore, we describe a 3D data acquisition
and position correction protocol, which is capable of handling large and non-linear drift as typically
present in room temperature measurements. This protocol is based on atom-tracking for precise posi-
tioning of the tip and we are able to acquire dense 3D data sets over several hours at room temperature.
The performance of the protocol is demonstrated by presenting 3D data taken on a CaCO3(1014) sur-
face with the data density being as large as 85×85×500 pixel. © 2011 American Institute of Physics.
[doi:10.1063/1.3600453]
I. INTRODUCTION
Atomic force microscopy (AFM) has proven to be a
powerful tool in surface science, with the non-contact (NC)
mode now providing atomic resolution on a routine basis.1, 2
The acquisition of three-dimensional (3D) data, specifically
3D force fields above a surface, is of especial importance
in numerous fields including surface chemistry, thin-film
growth, molecular electronics, and nanotribology.3 Recently,
the identification of the chemical structure of a pentacene
molecule has been demonstrated by recording a complete
3D data set.4 Moreover, the short-range chemical interaction
on surfaces such as Si(111),5, 6 KBr(001),7–9 NaCl(100),10, 11
NiO(001),12–14 MgO/Ag(001),15 and graphite16 has been in-
vestigated at the atomic level by means of 3D NC-AFM
force mapping. Furthermore, 3D data have been taken
on small molecules adsorbed on metal substrates such
as PTCDA/Cu(111)17 and PTCDA/Ag(111)18 and on large
structures such as carbon nanotubes.19
In most of these experiments either single images or
single line data (spectroscopy data) have been combined to
form a 3D data set with the aid of routines for distortion
correction.20, 21 Distortion correction is usually necessary,
as (thermal) drift results in an unwanted movement between
tip and sample. However, most correction procedures imply
assumptions about the surface structure which might not be
justified for all sample systems. Therefore, undistorted exper-
a)Electronic mail: rahe@uni-mainz.de.
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Weil der Stadt, Germany.
imental data are of particular interest. Consequently, so far
all of the experiments with a large and dense number of data
points (and, therefore, with a long acquisition time) have been
carried out in a low-temperature environment as this reduces
thermal drift velocities by orders of magnitude. Therefore, the
residual thermal drift is much easier to compensate – which
is in sharp contrast to a room-temperature environment,
where thermal drift is usually large and non-linear.8–10, 17, 18
Using scan protocols based on consecutive image or line
data acquisition, the densest 3D data set presented so far
consists of 256 × 256 × 140 pixel (total of 9 175 040 pixel)
acquired during 40 h in a low-temperature environment,16
where, however, intense data processing routines were
necessary for subsequent drift correction. In contrast, from
room-temperature experiments only a maximum number
of 34 ×10 × 481 pixel (total of 163 540 pixel) acquired
during 15 min has been presented.10 In a liquid environment,
the high-speed acquisition of 64 × 64 × 155 pixel (total
of 634 880 pixel) in 53 s has been demonstrated22 which,
however, demanded highly optimized scan electronics.23
Atom tracking24 is an elegant technique to measure ther-
mal drift with high precision. It has initially been introduced
to monitor fast diffusion processes.25–29 Abe et al.30–32 subse-
quently adapted this principle for drift measurement and com-
pensation. The drift compensation in their case is performed
using a feed-forward technique, which relies on the previ-
ously determined drift vector. Furthermore, the atom-tracking
principle has been utilized by the same group for repro-
ducible line data acquisition in a large-drift room-temperature
environment.30 A comparable approach to the protocol pre-
sented later in this work has been implemented with a
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commercial scan controller system very recently, where the
acquisition of 71×71×256 pixel (total of 1 290 496 pixel)
has been achieved over nearly 24 h with atom-tracking drift
correction.11
Here, we present a new drift compensation system, based
around highly flexible electronics and software. This flexibil-
ity allows this system to be used with any SPM scan elec-
tronics. We implement the atom-tracking and feed-forward
techniques for high-precision drift velocity measurement and
compensation, in addition to high-precision tip position-
ing. Furthermore, we describe an automated scan protocol
for the acquisition of 3D data sets, yielding reliable data
acquired under large and non-linear drift conditions. This
protocol relies on alternating data acquisition and drift vec-
tor updates. In contrast to several other methods presented in
literature, the acquired data do not require any subsequent dis-
tortion correction. This protocol is implemented in our drift
compensation system and its performance is demonstrated
by presenting 3D data acquired on a calcite CaCO3(1014)
surface.
The paper is organized as follows: in Sec. II the atom-
tracking principle is reviewed, followed in Sec. III by the de-
scription of our implementation. The characteristics of our
system including noise figures are analyzed in Sec. IV. Our
automated protocol for the 3D data acquisition under large
and non-linear drift conditions is described in Sec. V and we
demonstrate the performance of this acquisition protocol in
Sec. VI by showing results obtained on a calcite CaCO3(1014)
surface.
II. ATOM-TRACKING PRINCIPLE
For atom tracking,24 the tip of a scanning probe micro-
scope is dithered on the sample surface, describing a circle
with radius Aosc and frequency fosc above a circular surface
feature, e.g., a single atom. The distance feedback loop of the
scan controller is usually activated with a bandwidth setting
larger than fosc. If a radially symmetric feature with a lateral
extension in the order of Aosc is present right in the middle
of the dither circle, the circular tip movement lies in a plane
parallel to the surface. However, if the tip is slightly displaced
from the feature center, it follows an equiline of interaction,
which is no longer in a plane parallel to the surface. The ver-
tical deviations δzx and δzy of the tip trajectory along both
lateral directions can be decomposed by a two-phase lock-
in amplifier (LIA) into the in-phase (X) and quadrature (Y)
signal, providing a measure for the lateral tip misplacement
from the center of the feature.24, 30 Using two independent
feedback loops with the initial conditions δzx = δzy = 0, the
tip is locked to the feature and its movement can be moni-
tored via the error signals of the feedback loops. Now, either
fast surface diffusion of the feature or, if the tracked feature
is immobile on the sample surface, the (thermal) drift move-
ment can be monitored. The long-time behavior of the drift
movement is usually extrapolated by a linear model in a feed-
forward routine. Hence, linear thermal drift is compensated
by adding time-varying signals to the scan waveforms.
FIG. 1. (Color online) Connections of the drift-compensation (DrC) system
with the scan controller (SC), the atomic force microscope (AFM), the lock-
in amplifier (LIA), and the computer (PC). The five piezo signals X±, Y±, Z
are high-voltage signals whereas all other connections are low-voltage inputs
and outputs. FN is the cantilever deflection signal.
III. IMPLEMENTATION
The tip of an SPM is usually positioned by piezo
elements. The voltages inducing the piezo deflections are
generated by means of the scan controller (SC), usually in-
cluding a high-voltage amplification as its last stage. The
physical movement of the tip and its positioning precision is
directly related to the SC signal generation quality and ampli-
fication quantity. The central idea of our drift compensation
implementation is to loop the signals for drift compensation
in the high-voltage signal path from the SC to the scanner
piezos, which is depicted schematically in Figure 1. This strat-
egy is preferred to adding low-voltage signals inside the SC.
The low-noise summation circuitry installed inside the drift
compensation system will be described later in this section.
Most of the system’s flexibility, however, follows from this
circuitry.
Additionally, several low-voltage input and output chan-
nels are available to connect signals such as the X, Y and
reference with the LIA as well as the detuning ( f ) feed-
back channel and the topography (Z) signal generated by the
SC. Finally, the system communicates with a controlling com-
puter via a USB connection. In Figure 1, two possibilities are
drawn connecting the LIA input signal: either the Z channel
or the  f feedback signal can be used. Which signal is most
suitable relies on the quality of each and, furthermore, care
has to be taken when setting the bandwidth of the distance
feedback loop.
The drift compensation system itself makes use of a mi-
crocontroller (ATMega2560 from Atmel, San Jose CA, USA)
for data flow control, status handling, and dynamic proce-
dure generation. For the analog-to-digital conversion, 10 bit
and 20 bit analog-to-digital converters are used (internal AT-
Mega2560 converter and LTC2420 from LinearTechnology,
Milpitas CA, USA), depending on the required resolution and
sampling time. The signal generation of each output chan-
nel is realized by external 16 bit digital-to-analog converters
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FIG. 2. Summation circuitry used for each single output channel. The DAC
and the low-voltage OPA are decoupled from ground, thus allowing for the
summation of the low-voltage drift compensation signals to the high-voltage
SC signals.
(DAC) (DAC712 from Texas Instruments, Dallas TX, USA).
Their wiring will be discussed in more detail later in this
section. The microcontroller itself is connected to a control-
ling computer by a serial interface emulated on a USB con-
nection. The program for the microcontroller is written in
C and compiled using the AVR-GCC software development
tools.33 It features real-time capability using timers and inter-
rupt routines, required for oscillation signal generation, feed-
back loop control, and the feed-forward module. Most of the
code’s functionality is implemented as a finite state machine
with the controlling computer inducing the state transitions.
On the computer, a LABVIEW program is used, implement-
ing the communication with the microcontroller as well as
the data handling and the data representation.
The critical part of the system is the summation of the
drift compensation signals with the SC signals. The mag-
nitude of the latter signals is typically a few hundred volts
while for the drift compensation, signals of a smaller voltage
with increased precision are adequate. To meet our demands
of low noise and maximum flexibility, we utilize a summa-
tion circuitry with a galvanic isolation of the DAC and op-
erational amplifiers (OPA) from common ground, as is de-
picted in Figure 2. With this principle, we can use low-voltage
operational amplifiers with low-noise characteristics for the
high-precision summation of the drift compensation signals
to the high-voltage SC signals. Furthermore, the summa-
tion circuitry does not demand any changes in the scan con-
troller or microscope but can easily be connected to any SPM
system.
The isolation is designed for input voltages of up to 1 kV.
The decoupling of the digital signal lines is realized by digital
isolators (ADuM1400 from Analog Devices, Norwood MA,
USA), while DC/DC converters (THI2M and TES1 from Tra-
coPower, Zürich, Switzerland) are used for the power sup-
ply. The residual resistive and capacitive coupling is at least
10 G and at most 20 pF, respectively, and does not induce
any significant stray couplings.
IV. NOISE CHARACTERIZATION AND PERFORMANCE
The drift-compensation system is connected to a VT
AFM 25 microscope from Omicron (Taunusstein, Germany)
operated in the non-contact frequency modulation mode. The
scan controller is a MATRIX system (Omicron), while the
frequency shift  f is detected using an easyPLL Plus phase-
locked loop detector from NanoSurf (Liestal, Switzerland).
All experiments are carried out under ultra-high vacuum
conditions (base pressure <1×10−10 mbar) at room tem-
perature. No temperature stabilization inside the laboratory
is used. Ar-sputtered n-doped silicon cantilevers (type PPP
NCH) from NanoWorld (Neuchâtel, Switzerland) with reso-
nance frequencies around 300 kHz are excited to oscillation
amplitudes of about 10 nm. For the atom-tracking module,
an SR830 lock-in amplifier from Stanford Research Systems
(Sunnyvale, CA, USA) is used. Calcite CaCO3(1014) surfaces
are prepared by in situ cleaving34 and annealing. Further de-
tails of the surface and the NC-AFM contrast formation have
recently been discussed elsewhere.35
First, we characterize the quality of the high-voltage sig-
nals based on the results presented in Figure 3. In a first step,
BW ΔxRMSSC Δx
RMS
SC+DrC
100Hz 6.7 pm 12.5 pm
1kHz 13 .1 pm 25.4 pm
10 kHz 13 .7 pm 26.3 pm
50 kHz 14 .1 pm 26.6 pm
100 kHz 14 .5 pm 34.4 pm
FIG. 3. (Color online) Noise measurement on the high-voltage X+ output signal of the original scan controller (dUSC, left scale) and of the combined scan
controller and drift compensation system (dUSC+DrC, left scale). The ratio dUSC+DrC/dUSC is referenced to the right scale. In addition, the table lists the piezo
dislocation noise for different piezo bandwidths.
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FIG. 4. (Color online) Basic tracking and feed-forward functionality: In (a), large thermal drift is present while imaging the surface. Huge deformations of
the imaged surface unit cell are apparent. In (b), the imaging is paused and by using the atom-tracking and feed-forward techniques, drift is measured and
compensated (“Track/FF”). The drift parameters were optimized in a second tracking step (“Track/FF Optim.”). With compensated drift, distortion-free imaging
as presented in (c) is possible for a short time span after tracking.
a spectrum analyzer is connected to the X+ channel of the
scan controller, measuring the signal relative to ground. The
noise amplitude spectral density dUSC is presented as the red
solid curve and despite a few peaks at 50 Hz and its multi-
ples, for the scan controller signal the spectral amplitudes re-
main well below 1 mV/
√
Hz. In a second step, we connect our
summation circuitry to the scan controller output and analyze
the X+ signal after the summation circuitry. The respective
data dUSC+DrC indicates a slightly increased noise level, which
is directly evident from the quotient dUSC+DrC/dUSC (right scale
in Fig. 3). For the relevant low-frequency regime, we observe
an increase by a factor of about two and, additionally, in the
upper kHz regime peaks evolve, which are most likely caused
by the DC/DC converters. From the electronic noise we deter-
mine the root mean square displacement of the piezo (“piezo
dislocation noise”) by integrating the power spectral density
over different bandwidths and multiplying by the piezo sen-
sitivities. The values for the SC and the combined scan con-
troller and drift compensation system are given in Figure 3.
The other output channels have also been checked and yield a
comparable behavior (not shown). Due to an increased piezo
sensitivity, however, the dislocation noise in the Z channel is
smaller by about a factor of two. As the bandwidth of piezo
scanners is usually set to less than 100 kHz, the corresponding
value has to be regarded as an upper limit for the dislocation
noise.
Second, we investigate the basic drift compensation
functionality of the tracking and feed-forward modules using
a single atom on the CaCO3(1014) surface as reference for
the tracking procedure. Figure 4(a) shows an atomically
resolved image of the surface with typical distortions present
due to large thermal drift. Although the interaction regime
is suitable for atomic resolution, single atoms are hardly
revealed as their circular shape is elongated to stripes. In
Figure 4(b), the raster movement is paused after scanning a
few lines from top of the image. During this pause, tracking
of a single surface atom is performed and the drift velocity
vector is determined from the feedback data. The velocities
are used in the feed-forward routine to compensate for linear
drift and, consequently, distortion-free imaging at the atomic
scale is possible, as presented in Figure 4(c). The precision
of the drift velocity measurement depends on the tracking
duration and, as present in the middle part of Figure 4(b), a
residual distortion is present if the time span selected is too
small. Therefore, the feed-forward parameters are optimized
in a second tracking step as indicated in Figure 4(b). With the
thermal drift minimized, we measure the unit cell dimensions
to be 10.0(2)×8.1(2) Å in excellent agreement with the
crystallographic bulk data36 of 10.0×8.1 Å.
Third, we focus on the long-term drift characteristics of
the microscope in addition to the tip-positioning precision
of the atom-tracking module. Again, a single surface atom
on a CaCO3(1014) surface is tracked for a period of about
75 min. The corresponding data are presented in Figure 5 in
the form of path-time diagrams. Each curve represents the fea-
ture position along the X, Y, and Z directions, respectively.
As an immobile feature is tracked, each curve directly de-
scribes the relative drift movement between tip and sample.
The non-linear behavior, which is well-known from room-
temperature conditions, is most pronounced for the Z move-
ment, which is even non-monotonic. For example, we deter-
mine the approximated linear drift for the X direction from a
linear least-squares fit to be about −117 pm/min, while the
curvature is calculated from a quadratic least-squares fit to
be ∼1.18 pm/min2. Predicting the long-term drift behavior
FIG. 5. (Color online) Drift characteristics and positioning precision of our
drift-compensation system. Here, a surface species on the CaCO3(1014) sur-
face is used as the reference, the drift is measured over about 75 min. Non-
linear drift behavior is directly evident and for the Z channel, the drift is even
non-monotonic.
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would be a simple task if these values were constant with
time. This, however, is usually not the case in room-
temperature experiments. Calculating the root mean square
dislocation noise from the data, we determine a tip positioning
precision better than 50 pm as shown in the inset of Figure 5.
The positioning precision is somewhat larger than the tip
dislocation noise induced by the electronic circuitry as an-
alyzed before. Most likely, this is a result of the large band-
width settings for the lateral feedback loops. The instrumental
limit of the tip positioning precision for the present system is
8 pm in lateral and 2.6 pm in vertical direction as determined
from the digital-analog conversion, signal amplification, and
piezo sensitivities.
V. PROTOCOL FOR 3D DATA ACQUISITION WITH
NON-LINEAR DRIFT COMPENSATION
Abe et al. have presented a protocol for reproducible
spectroscopy experiments at room temperature by pausing
and resuming the atom tracking in between data acquisition.30
With this protocol, they have been able to reproducibly obtain
precise  f (z) data of a Sn substitutional adatom on a Si(111)
surface30 and, subsequently, used this protocol for chemical
identification of single adatoms.5 We extend this protocol to
acquire a complete 3D data set by an automated procedure
yielding dense 3D data under conditions of non-linear drift.
The timing for the different steps followed during the drift
compensation and data acquisition is depicted in Figure 6(b),
while Figure 6(a) depicts the tip trajectory.
FIG. 6. (Color online) Protocol for the 3D data acquisition under large drift
conditions using a point of origin defined by the tracking system. (a) sketches
the tip trajectory while (b) presents the timing diagram.
In a first step, atom tracking is started and a single sur-
face species is tracked for a short time span. From this track-
ing data, the instantaneous linear drift in all three spatial di-
rections is compensated. However, this compensation is not
capable of handling the non-linear drift present over a longer
time span unless the precise drift behavior is known – which
is usually not the case. After the initial drift compensation, the
3D data acquisition procedure itself is started. Here, we dis-
cuss the sampling in the form of  f (z) curves, but recording
single images (or parts of images) is also possible. For each
data acquisition step (as depicted by a bracket in Figure 6(b)),
the tracking is first paused by stopping the lateral feedback
loops and the tip dithering. The tip is brought to the center of
the dithering circle. At this time, the reference point of the tip
is well-defined with respect to the previous tracking position
and remains valid with high precision for a short time interval.
As the next step,  f (z) data are recorded systematically
by relocating the tip to the desired grid position and executing
the  f (z) curve measurement, which moves the tip in the Z
direction while sampling data.38 Although several curves can
be sampled during a single pause, the duration tacq of data ac-
quisition is limited (as will be analyzed in detail later). To ac-
count for the non-linearity of the drift and the consequent tip
misplacement, the absolute position needs to be redefined in a
next step. Hence, the tip is moved back to the position where
the tracking was paused and, finally, the tracking is restarted
by dithering the tip and reactivating the feedback loops. Dur-
ing a time span of ttrack, the tracking module centers the tip on
top of the selected protrusion and, thus, non-linear drift con-
tributions are automatically compensated. It should be noted
that short delays in the order of 0.1 s are introduced after each
tip relocation to compensate for piezo scanner creep. The pro-
cedure is repeated N times until all data points are sampled,
as depicted in Figure 6(b).
Due to the non-linearity of the drift, an upper limit for
the acquisition time taqc exists. We estimate this limit from
the relation
rdrift(tacq) − rdrift(0) < g, (1)
where rdrift(t) is the misplacement at time t due to thermal
drift and g is the desired positioning precision. With this
equation, we constrain the total tip-sample misplacement oc-
curring during the acquisition step to be smaller than g,
a quantity which can be chosen according to the grid or
surface unit cell size. Assuming a quadratic behavior r (t)
= 1/2adriftt2 with an acceleration adrift, we find an upper limit
for the acquisition time tacq:
tacq <
√
2g
adrift
. (2)
With a desired precision of g = 1 pm and a curva-
ture of adrift = 1 pm/min2, a maximum acquisition time of
tacq = 85 s would be possible until the tip is misplaced by
more than the expected precision. However, this calculation
is performed with the assumption of zero drift at t = 0.
This can only be assured, if the drift vector for the feed-
forward module is updated frequently. This update interval
tupdate is also dependent on the curvature adrift. To give an
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FIG. 7. (Color online) Drift characteristics during the 3D data acquisition
on a calcite CaCO3(1014) surface. After the feed-forward (FF) is activated
with the drift velocities determined by the tracking, the residual drift is
25 pm/min at maximum as indicated by the orange line.
example, after 10 min the residual drift is in the order of
vdrift = adrift × 10 min = 10 pm/min. Therefore, by defining
a maximum tolerable drift vdrift, an upper limit for the update
interval tupdate is directly obtained.
Another constraint for the acquisition time tacq arises
from the feature dimensions: As the atom-tracking technique
always recenters the tip to the nearest extremum, it might lose
the point of origin if the mislocation is larger than the fea-
ture dimension. On an atomic lattice, this happens if the mis-
location is larger than the lattice constant a and, therefore,
g  a has to be ensured for this case.
VI. ACQUISITION PROTOCOL DEMONSTRATION
We demonstrate the protocol on a calcite CaCO3(1014)
surface at the atomic scale. During the 3 h of data acquisi-
tion, a complete 3D force map above the surface is taken.
The initial drift is found to be 525 pm/min, −23 pm/min, and
754 pm/min in the X, Y, and Z directions, respectively, and
compensated by the feed-forward module. The origin for this
drift might be thermal material relaxation, though the temper-
ature gradient measured at the sample stage has been as small
as about 8 mK/h. The positioning data, which are the actuat-
ing variables from the tracking feedback loops, are presented
in Figure 7 and directly represent the residual drift move-
ments. During the experiment, drift velocities are optimized
periodically to ensure residual drift velocities smaller than
25 pm/min. This parameter update is performed about every
15 min as this time span is expected to meet our requirements
for the positioning precision, as discussed before.
A total of 7225  f (z) curves are acquired on a grid of
85 × 85 pixel, representing 1.74 × 1.74 nm2 of the surface.
In the vertical direction, a total of 500 pixel along 2.18 nm are
sampled per Z forward and backward tip movement while the
sampling time per point is chosen as 1 ms. A total of 17 curves
are acquired during each acquisition interval of tacq ∼ 18.5 s.
The tracking is restarted for ttrack = 5 s in-between the ac-
quisition of 17 curves to recenter the tip at the point of ori-
gin. The acquisition and tracking steps are repeated N = 425
times during a total measurement time of about 3 h. For the
tracking procedure, a surface depression was chosen while the
dithering amplitude amounts to Ax,y = 1.2 Å at a frequency
of fx,y = 20 Hz. The tracking position is marked by a circle
in Figure 8(e).
In Figure 8, different representations of the 85 × 85
× 500 pixel data space are depicted. With a 3D data set
(Fig. 8(a)) available, it is straightforward to extract lat-
eral constant-height X-Y images at different Z positions
(Figs. 8(e) and 8(f)), vertical X-Z (Fig. 8(c)), or Y-Z
FIG. 8. (Color online) Different representations of the force field above CaCO3(1014): (a) presents a cropped 3D view of the data acquired. Planes along
different axes are extracted and presented in (b), (c), (e), and (f). Furthermore, it is possible to extract  f (z) curves from different surface sites as depicted in
(d). The trajectory of the circular tip movement is depicted in (e).
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(Fig. 8(b)) slices as well as  f (z) spectroscopy curves
(Fig. 8(d)). From the latter distance-dependent data it is pos-
sible to calculate the interaction force and potential using the
formulae presented in Ref. 37. It should be noted that all
presented data are raw data and have not been enhanced by
smoothing or fitting procedures. Most notably, our protocol
does not demand any subsequent drift correction as proposed
elsewhere20 and, therefore, does not need any assumptions re-
garding the sample system and the AFM contrast.
In the acquired data, we can identify few tip changes as
marked by white triangles in Figure 8(e). Though tip changes
are usually most undesirable in AFM experiments, here they
demonstrate the stability of our drift compensation protocol.
The tracking module is capable of automatically recenter-
ing the tip to the predefined surface site regardless of the tip
termination.
VII. CONCLUSIONS
In conclusion, we present and characterize a newly devel-
oped and highly flexible drift-compensation system. The sys-
tem utilizes atom-tracking and feed-forward principles and a
tip positioning precision of better than 50 pm can be achieved.
It is well-suited for operation in a large drift environment,
as typically present when performing experiments at room
temperature. With this system, we have developed and im-
plemented a scan protocol for 3D data acquisition capable of
handling large and non-linear drift. The scan protocol elimi-
nates the problems arising from severe thermal drift and only
leaves the tip stability as the main limitation. Furthermore, it
does not need any subsequent drift correction of the acquired
data. As a performance test, we present 3D data from a calcite
CaCO3(1014) surface with atomic resolution.
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